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Flush with ionizing gun all parts connected to vacuum: 
 
•  Bellows 4K-300K 
•  Beam vacuum valves 
•  Power coupler 
•  Power coupler pumping tubes 
•  Vacuum gauges and pumping circuit valves 

Goal: 
 
•  Less then 100 particules of 0.5 µm per 28l 
    (means 1 mn counting with airborne counter) 
•  No particules bigger then 5 µm 
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•  Put back cavity to AP (N2) with special slow procedure 
•  Dismount beam taps from cavity/clean/replace with special clean tap 
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•  Leak check and put back coupler to AP 
•  Dismount coupler valve/clean from tap and antenna side 
•  Assemble coupler to cavity 
•  Mount pumping bellow on coupler/clean 
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•  Insert cavity+coupler inside CM vessel 
•  Mount vacuum bellows to cavity and beam valves on CM/clean 
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•  Mount pumping tubes and isolating valve below coupler on CM/clean 
•  Pump out slowly cavity to 10-7 mbar and leak check with helium 
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